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a b s t r a c t 

Multiclass screening methods involving hundreds of structurally unrelated compounds are becoming es- 

sential in many control labs and research areas. Accurate mass screening of a theoretically unlimited 

number of chemicals can be undertaken using liquid chromatography coupled to high resolution mass 

spectrometry (LC –HRMS), but the lack of comprehensive sample treatments hinders this unlimited po- 

tential. In this research, the capability of supramolecular solvents (SUPRAS) for making comprehensive 

liquid-liquid microextraction (LLME) in multiclass screening methods based on LC –HRMS was firstly ex- 

plored. For this purpose, a SUPRAS made up of 1,2-hexanediol, sodium sulphate and water was synthe- 

sized directly in the urine and applied to compound extraction and interference removal in the screening 

of eighty prohibited substances in sports by LC-electrospray ionization-time of flight mass spectrometry. 

Selected substances included a wide range of polarities (log P from -2.4 to 9.2) and functionalities (e.g. 

alcohol, amine, amide, carboxyl, ether, ester, ketone, sulfonyl, etc.). No interfering peaks were observed 

for any of the 80 substances investigated. Around 84–93% of drugs were efficiently extracted (recover- 

ies 70–120%) and 83–94% of the analytes did not show matrix effects ( ±20%) in the ten tested urines. 

Method detection limits for the drugs were in the interval 0.002–12.9 ng mL −1 , which are in accordance 

with the Minimum Required Performance Levels values established by the World Anti-Doping Agency. 

The applicability of the method was evaluated by the screening of thirty-six blinded and anonymized 

urine samples, previously analyzed by gas or liquid chromatography-triple quadrupole. Seven of the sam- 

ples lead to an adverse analytical finding in line with the results obtained by the conventional methods. 

This research proves that LLME based on SUPRAS constitutes an efficient, economic, and simple sample 

treatment in multiclass screening methods, an application that is unaffordable for conventional organic 

solvents. 

© 2023 The Authors. Published by Elsevier B.V. 

This is an open access article under the CC BY-NC-ND license 

( http://creativecommons.org/licenses/by-nc-nd/4.0/ ) 
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. Introduction 

Screening of multiclass substances has become relevant for con- 

rol laboratories that are routinely confronted with hundreds of 

ubstances for which maximum permitted levels have been set 

nd decisions on positive and negative samples have to be taken 

uickly (e.g. agrifood or anti-doping labs) [ 1 , 2 ]. Screening meth- 
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ds are also relevant for environmental monitoring, epidemiologi- 

al studies, exposomics, metabolomics, etc. where the detection of 

s many toxics as possible in a single analysis is highly valuable 

 3 , 4 ]. 

High resolution mass spectrometry (HRMS), particularly com- 

ined with liquid chromatography, is currently the technique of 

hoice for target, suspect and non-target screening of thousands of 

ompounds. Instruments such as Orbitrap and time-of-flight (TOF) 

rovide both high mass accuracy and resolution in full scan mode, 
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nabling accurate mass screening of a theoretically unlimited num- 

er of chemicals [5] . 

By its very nature, multiclass screening methods should be 

omprehensive, and given the huge number of analyses usually re- 

uired, they should allow high throughput sample processing and 

e cost-effective and green. In this respect, one of the greatest 

hallenges of screening methods is how to reduce matrix effects 

hile preventing the loss of chemicals with very different physic- 

chemical properties during sample purification, and do so with 

ood sensitivity. Thus, although sample extraction and purification 

hould be minimal and as non-selective as possible, matrix compo- 

ents can strongly influence the sensitivity of screening methods, 

nd consequently, a compromise is required [3] . 

The dilute and shoot (D&S) approach is theoretically ideal for 

creening analysis because information on sample composition re- 

ains unchanged. However, although D&S may work for sub- 

tances that present very high efficiency in the analytical instru- 

ent for which dilution does not compromise sensitivity, it suffers 

rom significant and variable matrix effects, particularly in biolog- 

cal and environmental samples (e.g. urine, serum, surface water, 

tc.) [3] . So, this approach gives low sensitivity and repeatability 

or screening methods and consequently, most of them still require 

n effective sample treatment for both sample concentration and 

emoval of matrix interferences. 

Solid phase extraction (SPE) is currently the technique of choice 

or sample preparation in screening methods owing to the variety 

f available sorbents. However, the obtained information will be 

ighly dependent on the type of selected sorbent, as excellently 

roved in a recent publication dealing with the unknown screen- 

ng of urban waters [6] . Thus, if sample processing is intended 

o extract compounds covering a wide range of physicochemical 

roperties, the recommended strategy is to use a multilayer car- 

ridge combining several phases [ 5 , 7 ], or using different sorbents 

n parallel and then mixing the eluates [8] . However, SPE is far 

rom simple, fast, cost-effective and green. Thus, all the required 

teps (conditioning, washing, eluting) require the consumption of 

rganic solvents (e.g. a total volume of 20–30 mL per sample) and 

ost of the times final eluates have to be evaporated. Unfortu- 

ately, organic solvent-based extraction, particularly liquid-liquid 

xtraction (LLE), although faster than SPE, is not a viable solution 

or multiclass screening since extraction will be conditioned by 

he similarity of the polarity of analytes and solvents [9] . On the 

ther hand, tailored neoteric solvents such as ionic liquids [10] or 

eep eutectic solvents [11] have not yet been applied in multiclass 

creening methods. 

Because of the distinctive features of supramolecular solvents 

SUPRASs), their application in the development of innovative sam- 

le treatments in analytical chemistry is deserving closer attention 

n the last few years [12] . Thus, the different polarity microenvi- 

onments present in the amphiphilic nanostructures of SUPRASs 

ender them excellent candidates for the extraction of analytes in 

 wide polarity range [13] . By their own nature, SUPRASs are non- 

elective extractants, as required in screening methods, however, 

hey can be tailored to remove major matrix macrocomponents 

e.g. proteins, humic acids, carbohydrates, etc.), which reduces in- 

erferences and variability among samples [14] . On the other hand, 

he high number of binding sites derived from the large concen- 

ration of amphiphile in the SUPRAS, together with the mixed 

echanisms offered for solute solubilisation, allow efficient extrac- 

ions using low SUPRAS volume, which makes unnecessary sam- 

le extract evaporation. Moreover, SUPRAS tailoring has allowed 

rogress in making them greener [15] and compatible with LC-ESI- 

S/MS [16] and ambient mass spectrometry [17] . To the best of 

ur knowledge, SUPRASs have not been used for screening of mul- 

iclass substances by LC 

–HRMS that, as mentioned above, is the 

urrent technique of choice for screening methods. 
2 
This work was intended to explore the potential of SUPRASs for 

omprehensive multiclass extraction in screening methods based 

n LC 

–HRMS. For this purpose, the application of SUPRASs to the 

esting of banned substances in urine in doping control test in 

port, was considered a proof of concept of this strategy since an- 

idoping control is affected by the major challenges facing mul- 

iclass screening methods. Thus, substances prohibited in sports 

nclude a large number of compounds belonging to 10 categories 

the World Anti-Doping Agency (WADA) Prohibited List that cover 

 wide range of polarity, physicochemical properties, and threshold 

oncentrations [18–20] . This list also extends to their metabolites 

nd any substance showing a similar structure or effect. So, hun- 

reds of substances are of potential interest in anti-doping testing 

n WADA-accredited laboratories. On the other hand, urine com- 

osition shows large inter- and intra-individual variability. From 

n operational point of view, Initial Testing Procedure (ITP) is the 

rst step in doping control laboratories according to WADA ́s guide- 

ines [21] , and only Presumptive Adverse Analytical Findings (PAAF) 

ould be subjected to confirmatory methods. 

The research here developed included the selection of eighty 

rohibited substances and/or their metabolites from the 10 cat- 

gories of the WADA list (Table S1); the selection and optimiza- 

ion of the SUPRAS-based LLE on the basis of SUPRAS efficiency for 

ulticlass extraction and removal of matrix effects; and the valida- 

ion of the method according to WADA guidelines. The suitability 

f this method for screening analysis was explored in the analy- 

is of thirty-six blinded and anonymized urine samples received 

rom the anti-doping control laboratory Institute of Health Carlos 

II (ISCIII), located in Madrid. To the best of our knowledge, SUPRAS 

ave not been applied so far in wide screening analysis based on 

C 

–HRMS. 

. Experimental 

.1. Reagents and solutions 

All solvents and reagents were of high purity grade. Methanol 

MS grade) was supplied by Fisher Scientific (Madrid, Spain). 

odium sulphate, formic acid and 1,2-hexanediol were provided 

y Sigma-Aldrich (St. Louis, Missouri, USA). The enzyme β- 

lucuronidase from E. coli K12 (140 units per mL) was supplied by 

oche Diagnostics GmbH (Mannheim, Germany). Ultra-high-quality 

ater was generated from a Milli-Q water purification system 

Millipore-Sigma, Madrid, Spain). A pH 7 buffer solution was pre- 

ared by mixing 10.88 g of KH 2 PO 4 and 14.24 g of Na 2 HPO 4 
·2H 2 O

n 200 mL of Milli-Q water. The buffer was transferred into a bottle 

f glass and was kept at 2–8 ºC. Table S2 lists the suppliers for the

nalytical standards of the eighty drugs and metabolites selected 

s well as the deuterated internal standards (IS). Stock solutions 

or the individual drugs and the IS (at concentrations of 1, 100 or 

0 0 0 μg mL −1 ) were prepared in methanol and stored at −20 ºC. A

ulti-component standard solution of the selected doping drugs at 

oncentrations of 50-fold their respective Minimum Required Per- 

ormance Level (MRPL) was prepared in methanol [19] . An IS mix- 

ure solution at 2 μg mL −1 each was prepared in methanol as well. 

ntermediate and working solutions of doping drug mixtures were 

repared by appropriate dilution of stock solutions in methanol 

nd they were stored at −20 ºC for at least one month. 

.2. Urine samples 

Spot urine samples were collected from 20 volunteers at the 

nstitute of Chemistry for Energy and Environment (Córdoba) and 

ere used for both optimization of the SUPRAS-based extraction 

nd method validation. All volunteers were informed of the pur- 

ose of the sample collection, their rights and other concerns. The 
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Fig. 1. Schematic of the SUPRAS-based sample treatment for screening analysis of multiclass substances in urine by LC-ESI-TOF. 
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ata protection policy and management of biological samples were 

ccording to the Ethics Committee of Andalusian ́s Biomedical Re- 

earch. The collection of urine samples was carried out in clean 

lastic containers of 100 mL (Sage Products, Crystal Lake, IL). For 

ethod optimization, a pooled urine sample was obtained by mix- 

ng ten spot urines at equal proportion. The other ten spot urine 

amples were used individually for method validation. The samples 

ere centrifuged for 15 min at 1800 g and when not immediately 

nalysed, they were stored at −20 ºC. Before analysis, samples 

ere subjected to enzymatic hydrolysis. For this purpose, 1 mL- 

ub-sample aliquot was mixed with 50 μL of the KH 2 PO 4 /Na 2 HPO 4 

uffer solution and 25 μL of the β-glucuronidase enzyme solution. 

hen, the urine was shaken in a vortex for 5 min and it was incu-

ated in a water bath at 55 ºC for 1 h. Finally, the urine was kept

n a closed glass bottle at 4 ºC until its use. To prove the applica-

ility of the method for the screening of the banned substances, 36 

lind-urine samples were kindly provided by the WADA-accredited 

oping control laboratory of Madrid. The samples were labelled on 

he basis of their pH, sex and specific gravity. All of them were 

on-spiked urine. No information about the identity of the athletes 

nd the presence/absence of sport drugs was given. Table S3 shows 

he physicochemical parameters for each of these urine samples. 

efore analysis, they were hydrolyzed following the same protocol 

pecified above and properly stored at −20 ºC. 

.3. Sample treatment based on supras 

The hydrolyzed urine samples (1 mL), containing 20 ng mL −1 of 

he IS specified in Table S2, were mixed with Na 2 SO 4 (142 mg) in

ppendorf microtubes of 2 mL. Once the salt was solubilized, 1,2- 

exanediol (200 μL) was added. The mixture was vortex-shaken for 

 min at 20 0 0 rpm and then, centrifuged at 30 0 0 g for 10 min. The

UPRAS extract ( ∼250 μL) was withdrawn using a microsyringe, 

ransferred to a sealed glass vial and mixed with an equal volume 
3 
f Milli-Q water for subsequent LC/TOF-MS analysis. Fig. 1 shows a 

cheme of the SUPRAS-based sample treatment. 

.4. LC –HRMS analysis of doping drugs 

Separation and quantification of the sport drugs were con- 

ucted using an Elute UHPLC coupled to a Time-of-Flight (TOF) 

ass spectrometer (Bruker Daltonics, Bremen, Germany) equipped 

ith an electrospray ionization source (ESI) operating in positive 

nd negative modes. A perfluorophenyl (PFP) column (2.7 μm, 100 

m ×3.0 mm) from RESTEK (Bellefonte, Pennsylvania, USA) was 

sed as the stationary phase. The mobile phase consisted of sol- 

ent (A) 0.05% formic acid in water and (B) 0.025% formic acid in 

ethanol. The elution program was the following: isocratic condi- 

ions (95% A, 5% B) for 0.5 min, linear gradient from 5% to 100% of

 in 27.5 min, and then isocratic conditions at 100% of B for 2 min.

inally, initial conditions were re-equilibrated for 5 min. The in- 

ection volume was 5 μL and the column temperature was kept 

onstant at 40 ºC. The flow rate was 0.25 mL min 

−1 . The acquisi-

ion method was developed in full-scan MS mode. For both posi- 

ive and negative polarity modes, optimal source parameters were 

he following: end plate offset, 500 V; capillary voltage, ±3500 V; 

ebulizer gas pressure, 4.0 bar; dry gas, 10.0 L/min; dry tempera- 

ure, 220 ºC; vaporizer temperature, 350 ºC. Automatic instrument 

ecalibration was performed at the beginning of each analysis by 

irect infusion of the calibration solution to ensure mass accuracy. 

he acquisition parameters were set for m/z range from 100 to 

500 at a scan rate of 4 scans/s. An in-house spectral library was 

uilt by direct injection of individual analytical standards of the se- 

ected sport drug under the aforementioned chromatographic and 

pectral conditions. The in-house library included retention time 

nd MS spectral information for more than 90 sport drugs and was 

sed as a test to demonstrate the usefulness of the proposed strat- 

gy for suspect screening analyses. Detection of compounds was 

one by searching the acquired sample analyses against the in- 
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ouse spectral library on the basis of the following criteria: mass 

rror below 5 ppm and retention time match ( ±0.1 min). Table 

2 shows the theoretical and experimental masses for each com- 

ound, as well as their mass errors. Also, retention times for sam- 

les and standards in the library, and retention time errors are in- 

luded. Urine samples and controls (e.g. blanks, spiked urine sam- 

les) were analysed at random in batches of 45 samples under the 

escribed conditions. All data were acquired and processed using 

he Compass DataAnalysis 5.3 and TASQ 2.2 software (Bruker Dal- 

onics, Bremen, Germany). 

.5. Method validation 

The method based on SUPRAS-LC-TOF-MS was validated accord- 

ng to the guidelines set forth by the World Anti-Doping Agency 

WADA). The following parameters were evaluated using 10 spot 

rine samples; linearity, selectivity, extraction recoveries, matrix 

ffects, detection and quantification limits, carry over, and SUPRAS 

xtract stability. 

Linearity was determined using the IS method within the inter- 

al 0.1xMRPL to 2xMRPL (see MRPL values in Table S4) by fortify- 

ng SUPRAS prepared in distilled water. Selectivity was evaluated by 

nalysing 10 negative urine samples and checking for interfering 

eaks in the chromatograms. Extraction recoveries for each urine 

ere investigated by comparing relative peak areas (A analyte /A IS ) 

btained for analytes in samples spiked before extraction (at the 

RPL) with those obtained in SUPRAS spiked after extraction (at 

xMRPL to consider sample concentration). In the case of endoge- 

ous substances (e.g. testosterone), the obtained relative peak area 

A analyte /A IS ) for a non-spiked sample was subtracted from the ob- 

ained relative peak area (A analyte /A IS ) in spiked samples. Matrix 

ffects were determined in terms of signal suppression and en- 

ancement. For this purpose, the relative peak areas (A analyte /A IS ) 

f urine samples spiked after SUPRAS extraction (2xMRPL) were 

ompared to those obtained in SUPRAS blanks prepared in distilled 

ater spiked at 2xMRPL. Precision was evaluated in terms of re- 

eatability and within-laboratory reproducibility. For this purpose, 

he analysis of a spiked urine sample (at the MRPL) was repeated 

ix times for three consecutive days ( n = 18), and the relative peak 

reas (A analyte /A IS ) were compared. Repeatability, expressed as rela- 

ive standard deviation (RSD), was calculated as the square root of 

he average value of the intra-day variances, and within-laboratory 

eproducibility as the square root of the inter-day variance. To cal- 

ulate the method detection (MDLs) and quantification (MQLs) limits 

rine samples were spiked at 0.5xMRPL, 0.25xMRPL, and 0.1xM- 

PL. MDLs and MQLs were defined as the lowest level at which 

 compound could be detected with a signal-to-noise ratio (S/N) 

reater than 3 and 10, respectively. Carry over was evaluated by 

nalysing a blank sample after analysis of a sample fortified at 

0xMRPL. SUPRAS extracts stability was evaluated for three consec- 

tive days for a urine sample fortified at the MRPLs, by storing the 

ample at 4 ºC after analysis. 

.6. Screening analysis methods used for comparison in the analysis 

f urine samples 

The thirty-six urine samples specified in Table S3 were sub- 

ected to the screening procedure based on SUPRAS-LC-TOF-MS 

 Sections 2.3 and 2.4 ). Results were compared to those ob- 

ained by the ISCIII lab, which uses three routinely protocols 

or the screening of the substances included in this study. The 

rst protocol aims to determine anabolic agents (S1), some anti- 

strogenic substances (S4), some conjugated stimulants (S6), nar- 

otics (S7) and cannabinoids (S8) and consists of the extraction 

f the hydrolysed urine with tert–butyl methyl ether, evapora- 

ion of the extract to dryness, and derivatization with N-Methyl- 
4 
-(trimethylsilyl)trifluoroacetamide (MSTFA), followed by analysis 

ith GC-QQQ-MS in MRM mode. The second protocol aims to de- 

ermine unconjugated stimulants and consists of the extraction of 

he urine with ethyl acetate, evaporation of the extract and anal- 

sis by GC–MS in the SIM mode. The third protocol is intended 

o detect some anabolic agents (S1), beta-2 agonists (S3), anti- 

strogens (S4), diuretics (S5), some conjugated stimulants (S6), 

annabinoids (S8), glucocorticoids (S9) and beta-blockers (P1) and 

onsists in the 5-fold dilution of the hydrolysed sample and analy- 

is by LC-QQQ in the MRM acquisition mode. 

. Results and discussion 

.1. Selection of multiclass substances for evaluation of supras in 

creening methods based on lc-hrms 

As commented in Introduction, doping control has ideal char- 

cteristics to test the potential of SUPRAS in screening meth- 

ds using LC 

–HRMS. Thus, screening is always the first step in 

ADA-accredited labs and only those urine samples with PAAF are 

ubjected to confirmatory analysis. This screening, which involves 

undreds of substances covering a wide range of physico-chemical 

roperties and concentrations, should be reliable and avoid false 

egative and positive results while being simple, fast, cost-effective 

nd green. The combination of different methods involving low 

esolution mass spectrometry coupled to LC and GC have been tra- 

itionally used for this purpose, and although the use of LC 

–HRMS 

s progressively having more prominence in this field, its potential 

s not yet fully exploited, partly because of the lack of comprehen- 

ive sample treatments. 

Table 1 shows representative methods reported in the last 

ecade for the testing of banned substances in urine by LC 

–HRMS 

 9 , 22–35 ]. None of these methods was applied to the 10 drug cate-

ories (S1-S9, P1) of the WADA list, and many of them did not re- 

ort studies about matrix effects. The typical three strategies used 

n general screening methods for sample treatment (e.g. SPE, LLE 

nd dilute and shoot) have been also used in doping control. Al- 

hough no information is generally reported on the interval of the 

olarity of the substances selected for screening, LLE methods us- 

ng diethyl ether, methyl tert–butyl ether or ethyl acetate are not 

ffective for extraction of polar substances [ 26 , 32 , 34 ], and addi-

ion of original urine to the solvent extract is sometimes used for 

xtending the range of polarity of the detected analytes [34] . As 

xpected, direct injection of urine [31] or dilute and shoot meth- 

ds [27–29] are affected by significant interferences, unless high 

ilution factors are applied. SPE, commonly using mixed sorbents 

 9 , 23–25 ], has been the most straightforward approach for sample 

reatment in doping screening analysis, although, as above men- 

ioned, the SPE procedure is far from being simple, fast and green. 

In this research, we selected eighty substances or their metabo- 

ites belonging to the 10 drug categories of the WADA list (Table 

1). The target compounds were selected with the aim of covering 

 wide range of polarities (log P from −2.4 to 9.2), functionalities 

e.g. alcohol, amine, amide, carboxyl, ether, ester, ketone, sulfonyl, 

tc.) and acid/base characteristics (pK a acid: 2.8 to 18.6; pK a basic: 

6.9 to 12.5). So, this selection was considered representative for 

nvestigating the potential of SUPRAS for LLE extraction in screen- 

ng methods based on LC 

–HRMS. 

.2. SUPRAS selection and optimization 

Among SUPRAS properties, the following three characteristics 

ere highlighted for SUPRAS application in screening analysis. (1) 

igh hydrophilicity , which should favour the extraction of very 

olar substances while keeping the ability to solubilize nonpolar 



S. González-Rubio, N. Caballero-Casero, A. Ballesteros-Gómez et al. Journal of Chromatography A 1701 (2023) 464061 

Table 1 

Sample preparation strategies and analytical parameters obtained for representative methods reported in the last decade for screening of banned substances in urine using 

LC-HRMS. 

WADA class 

(number of drugs) Sample treatment 

Chemicals involved in sample 

treatment 

Limits of 

detection (ng 

mL −1 ) 

LC-HRMS 

technique Recoveries (%) Matrix effects (%) Refs. 

S1, S5, S6, S7, S8, 

P1 

(124) 

· Hydrolysis 

· SPE (Cation exchange/C8) 

· Solvent evaporation 

MeOH: 3 mL 27 out of 124 

drugs no 

detected at 

their MRPL 

value. 

LC-TOF 33–98 (median 

58%). Five 

compounds 

0–9% 

Ion suppression of 50% 

for compounds at 

retention times below 

2 min. An unspecified 

decrease in intensity 

for the rest of the 

compounds. 

[23] 

S1, S3, S4 

(29) 

· Hydrolysis LLE 

· Solvent evaporation 

Diethyl ether: 5 mL > 0.1 LC –Orbitrap 23–97 (mean: 

80) 

No reported [26] 

S4, S5, S6, S7, P1 

(103) 

· Dilute and shoot (D&L) Dilution factors from 2 to 10 1–500 LC-QTOF 73% of compounds 

presented ion 

suppression 

[27] 

S1, S3, S4, S5, S6, 

S7, S8, S9, P1 

(197) 

· Hydrolysis 

· Mixed-mode SPE (HCX and 

HCA cartridges) 

· Solvent evaporation 

MeOH: 4 mL 

MeOH/water 50/50: 1mL 

6 out of 20 

drugs deeper 

studied for 

validation 

could not be 

detected at 

their MRPL 

values. 

LC-TOF 83–115% No reported [24] 

S1, S3, S4, S5, S6, 

S7, S9, P1 

(241) 

· Hydrolysis 

· LLE 

· Solvent evaporation 

Diethyl ether: 5 mL < 1–100 LC-TOF 1–103% Ion suppression 

depended on the 

specific urine matrix 

that was analyzed, 

resulting in great 

variability between the 

six different matrices 

tested. 

[33] 

S1, S3, S5, S6, S7 

(56) 

· Hydrolysis 

· Solvent extraction 

· Clean up based on SPE (Oasis 

MCX cartridge) 

Diethyl ether; MeOH: 3 mL 

Acetone/water 1/1: 3 mL 

Ammonia-ethyl acetate: 3 mL 

CC α
b = 2.5–192 LC-TOF 68–143 No reported [32] 

S5, S6 

(122) 

· D&S Dilution factors of 2,4, 10, 100 For diuretics: 

25–250. For 

stimulants: 

5–500 

LC –Orbitrap From −56 to + 68.4 [28] 

S1, S2, S3, S5, S6, 

S7, S9 

(182) 

· Hydrolysis (1 h, 50 ºC) 

· Solvent extraction 

· SPE (mixed-mode cation 

exchange) 

· Solvent evaporation 

MeOH (0.5 mL) 

3% ammonium hydroxide in 

MeOH:acetonitrile (50:50, v/v, 

3 mL) 

MeOH in water (20%, v/v, 

1 mL) 

0.5–200 LC-Q/Orbitrap No reported No reported [25] 

S1, S3, S4, S5, S6, 

S7, S9 

(189) 

7 different sample procedures: 

· SPE (PLEXA polymeric 

cartridge) 

· SPE (Oasis HLB cartridge) 

· SPE (Discovery DSC-18 

cartridge) 

· SPE (Oasis MCX mixed mode 

cartridge) 

· SPE (Oasis MAX mixed mode 

cartridge) 

· LLE 

· Sorbent-supported liquid 

extraction (SLE) (Chem Elut 

cartridges) 

SPE PLEXA 

MeOH:MeCN (50 :50, 8 mL) ; 

5% MeOH in ultra pure water 

(4 mL) ; MeOH/water 

(10:90(v/v), 0.5 mL) 

SPE Oasis HLB and SPE C18 

MeOH (8 mL); 5% MeOH in 

MilliQ water (4 mL); 

MeOH/water (10:90(v/v), 

0.5 mL) 

SPE MCX 

MeOH (8 mL); 5% NH4OH in 

MeOH (4 mL); MeOH/water 

(10:90 (v/v), 0.5 mL) 

SPE MAX 

MeOH (8 mL); 2% formic acid 

in MeOH (2 mL); MeOH/water 

(10:90(v/v), 0.5 mL) 

LLE 

Methyl tert–butyl ether 

(5 mL); MeOH/water (10:90 

(v/v), 0.5 mL) 

SLE 

Methyl tert–butyl ether 

(6 mL); MeOH/water (10:90 

(v/v), 0.5 mL) 

No reported LC-TOF Compounds 

with recoveries 

> 50% by using: 

SPE PLEXA : 

185 

SPE Oasis 

HLB:178 

SPE C18: 174 

SPE MCX:146 

SPE MAX : 157 

LLE : 83 

SLE : 99 

Moderate signal 

suppression between 

10% and 30%, for 85% 

of the compounds 

tested. 

[9] 

S4, S5, S6, (27) · D&S Dilution factor of 4 < 5–100 LC-Q/Orbitrap ion suppression ≥50% 

for 75% of the 

compounds 

[29] 

( continued on next page ) 
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Table 1 ( continued ) 

WADA class 

(number of drugs) 

Sample treatment Chemicals involved in sample 

treatment 

Limits of 

detection (ng 

mL −1 ) 

LC-HRMS 

technique 

Recoveries (%) Matrix effects (%) Refs. 

S1, S3, S4, S5, S6, 

S7, S8, S9, P1 

(200) 

· SPE (Bond Elut PLEXA 

cartridge) 

· Solvent evaporation 

MeOH:MeCN (1:1.8 mL); Ultra 

pure water (4 mL); 5% MeOH 

in water (4 mL); MeOH:water 

(1:90, v/v, 0.5 mL) 

0.005–7.6 LC-TOF 70–120 20% of the compounds 

presented matrix 

effects. 

[22] 

S1, S2, S3, S4, S5, 

S6, S7 (200) 

· Urine direct injection 0.1–25 LC-Q/Orbitrap 150 out of 200 

compounds presented 

matrix effects (75%). 

[31] 

S1, S3, S4, S5, S6, 

S7, S8, S9, P1 (81) 

· D&S Water/MeCN (95/5) at two 

levels (1:20 and 1:50) 

LOQ: 5 NanoLC- 

Q-Orbitrap 

Negligible matrix 

effects (0–10%) at a 

factor dilution of 1:50. 

[30] 

S1, S2, S3, S4, S6, 

S7, S8, S9, P1 

(304) 

· Hydrolysis 

· LLE 

· Sample freezing ( −80 ºC) 

· Mixture of reconstituted 

extract and original urine 

Ethyl acetate: 5 mL 0.025–12.5 LC- 

Q/Orbitrap/MS 

2.1–101 Only 62 substances 

were measured for 

matrix effects and all 

of them presented 

significant effects. 

[34] 

S1, S6, S7, S8, S9, 

P1 

(300) 

· Hydrolysis 

· SPE 

· Extract evaporation 

· Reconstitution 

Methanol: 5.5 mL 0.5–100 LC- 

Q/Orbitrap/MS 

0.6–185.7 0.04–5.28 (RSD,%) [35] 

Fig. 2. (A–D) Percentage of banned substances with recoveries in the ranges of 70–120% (blue), 20–69% (red) and > 120% (green) as a function of the experimental conditions 

used for SUPRAS formation: (A) sodium sulphate concentration, (B) volume of 1,2-hexanediol, and (C) vortex-shaking time, and (D) for methyl isobutyl ketone extraction. 

(E-F) Percentage of banned substances showing no matrix effects ( ±20%, in blue), signal suppression (red) and enhancement (green) for (E) SUPRAS formed in different 

experimental conditions and (F) analysing diluted urine (1:4). 
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ompounds in the hydrophobic chains of the amphiphilic nanos- 

ructures. (2) Negligible signal in LC-ESI-TOF(MS), which encourages 

he use of amphiphiles containing polar groups that do not ionize 

n ESI. (3) No need for organic cosolvents in sample treatment, which 

ould make the process advantageous from a green chemistry per- 

pective. 

With these characteristics in mind, we selected SUPRASs pro- 

uced directly in the urine samples by the addition of 1,2- 

exanediol as the amphiphile and sodium sulphate as the 

oacervation-inducing agent. It has been previously reported that 

hese SUPRASs consist of cubosomic nanostructures made up of 

,2-hexanediol, sodium sulphate and water, whose relative concen- 

rations depend on the concentration of the coacervation-inducing 

gent added to the urine [16] . Thus, SUPRASs containing variable 
6 
nd high content of water (36–61%, w/v) can be easily synthesised 

t urinary concentrations of sodium sulphate in the interval 0.6–

.5 M. On the other hand, it is known that long chain alcohols 

o not significantly ionize in ESI [36] , so it is expected they give

 negligible signal in the analysis of SUPRAS extracts by LC-ESI- 

OF(MS). Finally, conventional organic solvents are not necessary 

or SUPRAS formation or sample treatment. 

The influence of the chemical composition of the SUPRAS on its 

apability for extracting the eighty drug/metabolites selected (Ta- 

le S1) was investigated by adding to the pooled fortified urine 

ample ( Section 2.2 ) a fixed volume of 1,2-hexanediol (200 μL), 

nd variable amounts of sodium sulphate (final concentration 0.6–

.5 M). Fig. 2A shows the recoveries obtained for SUPRAS synthe- 

ised at three sulphate concentrations, which gave SUPRASs with 
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Fig. 3. Percentage of prohibited substances with (A) recoveries in the ranges of 70–120% (blue. Acceptable values), 20–69% (red. Non-acceptable values), and > 120% (green. 

Non-acceptable values), and (B) showing no matrix effects ( ± 20%, in blue), signal suppression (red), and enhancement (green) for the extraction of 10 human urine samples 

(S1-S10) with SUPRAS. 
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he following composition in 1,2-hexanediol, water and sodium 

ulphate (%, w/v): 35.8 ± 0.7, 61 ±4, 5.3 ± 0.1 for 0.6 M, 58.9 ± 0.2, 

9 ±1, 3.0 ± 0.2 for 1 M, and 62.6 ± 0.9, 36 ±1, 1.49 ±0.05 for 1.5 M.

he results show that SUPRASs containing a high concentration of 

mphiphile ( ∼60%, w/v) were able to efficiently extract 90% of the 

elected drugs (recoveries in the range 70–120%). The high extent 

f the hydrophilic area provided by the double-headed amphiphile 

nd the surrounding water molecules (near 40%, w/v) were con- 

idered responsible for these results, from which it is worth noting 

hat any of the selected drugs were extracted with recoveries be- 

ow 30%. 

The influence of the volume of SUPRAS that is produced in the 

rine on the extraction efficiency of the drugs was investigated by 

dding different volumes of the amphiphile to the pooled fortified 

rine sample ( Section 2.2 ) while keeping constant the concentra- 

ion of sodium sulphate (1 M). Under these conditions, the chemi- 

al composition of the SUPRAS remained unchanged but its volume 

aried linearly according to the following equation [16] : 

V SUPRAS = ( −15 . 26[ Na 2 SO 4 ] + 32 . 52 )[ 1 , 2 − hexanediol ] −
( −210 . 84[ Na 2 SO 4 ] + 273 . 12 ) where V SUPRAS is the volume of 

UPRAS (μL per mL of sample), and [Na 2 SO 4 ] and [1,2-hexanediol] 

epresent their concentration in the urine, expressed as M 

nd%,v/v, respectively. Fig. 2B shows representative results for 

UPRAS prepared from different volumes of 1,2-hexanediol. Al- 

hough no great differences in recoveries were obtained in the 
7 
ested interval, a higher percentage of drugs were extracted 

ith recoveries within the optimal interval (70–120%) using 200 

L of 1,2-hexanediol and this volume was selected for further 

xperiments. 

On the other hand, it was found ( Fig. 2C ) that, as usual, ex-

raction equilibrium conditions were quickly reached (e.g. 5 min 

f vortex-shaking) since SUPRAS-based extraction is intrinsically 

 dispersive liquid extraction because of the coacervate droplets 

aking up these solvents. 

The superiority of SUPRASs compared to conventional organic 

olvents for extraction of multiclass substances in doping control 

an be inferred from the results previously reported in the liter- 

ture [ 26 , 32 , 34 ], and those obtained from the extraction of the

rugs selected in this study with methyl isobutyl ketone (MIBK) 

 Fig. 2D ). Only 22% of the drugs had good recoveries, while the 

0% of them had recoveries below 20% (many of them approach- 

ng zero). 

Matrix effects were investigated under the same experimen- 

al conditions as those used for determining the extraction effi- 

iency of SUPRASs. For simplicity, Fig. 2E shows only the results 

t the value of the variable selected as optimal. No matrix ef- 

ects were detected for around 90–92% of the drugs, which is 

ighly valuable if these results are compared with the dilution and 

hoot approach for the same drugs ( Fig. 2F ). No great differences 

ere obtained in matrix effects as varying the chemical composi- 
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Fig. 4. Extracted ion chromatograms obtained for (A) 3-OH stanozolol, (B) furosemide, (C) ritalinic acid, (D) terbutaline, (E) bis-(4-cyanophenyl) methanol (letrazol metabolite) 

and (F) atenolol in the screening of the urine samples numbered as 7, 10, 15, 18, 22 and 25, respectively, using the SUPRAS-LC-ESI-TOF method. 
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ion or volume of the SUPRAS or the vortex-shaking time. Thus, 

he percentage of substances not showing matrix effects varied 

n the intervals 89–92%, 77–91% and 83–90% as the concentration 

f sodium sulphate, volume of 1,2-hexanediol and vortex-shaking 

ime varied in the ranges 0.6–1.5 M, 10 0–30 0 μL and 5–15 min,

espectively. 

.3. Method validation 

Method validation was carried out according to the procedure 

pecified in Section 2.5 . Table S4 gives the values of the slopes and

ntercepts, along with their respective standard deviations, for the 

alibration curves obtained from each of the doping substances. 

alibrations were run in SUPRAS prepared from distilled water. 

orrelation coefficients for these calibrations were calculated by 

inear regression and gave values in the interval 0.982–0.999. 

ethod detection and quantification limits (MDLs and MQLs) for 

he drug selected were in the intervals 0.002–12.9 ng mL −1 and 

.007–43.2 ng mL −1 , respectively. Since these values were all be- 

ow the respective MRPLs (Table S4), the SUPRAS-LC-QTOF method 

eets the requirements to be used for the screening of banned 

ubstances in doping control. The intra-day and inter-day precision 

ere expressed as relative standard deviation and they varied in 

he range 0.5–16.4% and 0.9–19.7%, respectively. 

The selectivity of the SUPRAS-LC-QTOF method was checked for 

ach of the banned substances by analysing ten fortified (at the 

espective MRPL value) and unfortified urine samples. Figure S1 

hows, as an example, the extracted ion chromatograms for urine 

amples fortified with banned substances belonging to different 

roups (S1-S9, P1) of the WADA list (A) and those from their re- 

pective blanks (B). The ordinate axes in blank chromatograms are 

 or 2 orders of magnitude below the respective chromatograms 

orresponding to fortified samples. No interfering peaks were ob- 

erved for any of the 80 investigated doping substances in the 

rine samples. 
8 
With regard to recovery studies, Fig. 3A shows the whole pic- 

ure of the obtained results and Table S5 depicts the specific re- 

overies for the tested substances in ten urine samples fortified at 

heir respective MRPLs. Around 84–93% of drugs were efficiently 

xtracted (recoveries 70–120%) in the urine samples. The only sub- 

tance with recoveries below 30% for some urine samples was ec- 

onine methyl ester. It is worth noting that ritalinic acid (log P 

2.4) was extracted with recoveries within the range 72–93% in 

he ten urines. 

The study of matrix effects ( Fig. 3B and Table S6) proved the 

igh ability of the selected SUPRAS for eliminating matrix compo- 

ents that potentially can provoke undesired effects on the detec- 

ion of the analytes. Thus, as depicted in Fig. 2B , around 83–94% of 

he analytes did not show matrix effects ( ±20%) in the ten urines. 

nly three compounds, acetazolamide, chlorothiazole and aminog- 

utethimide underwent ion suppression/enhancement effects out of 

his range for most of the urine samples. When we focused on the 

ndividual sample results per analyte, the matrix effect affected 35 

nalytes out of 80 (43.8%) in at least one sample. However, this 

ercentage decreased down to 17.5% when only compounds with 

atrix effect for more than two samples were taken into account, 

evealing the high potential of the SUPRAS as a general sample 

reatment prior to screening analysis. 

The selected drugs were stable in the SUPRAS extracts, kept at 

 º C, for at least three days. On the other hand, these drugs were 

ndetected in blank urine samples that were analysed following 

he screening of urines fortified with the 80 doping substances, at 

 concentration of 10-fold the respective MRPLs. Therefore, there 

ere not carry-over effects. 

.4. Analysis of anonymized urine samples 

The SUPRAS-LC-TOF(MS) screening method was applied to the 

nalysis of 36 urine samples taken from athletes during antidop- 

ng controls and donated by the ISCIII laboratory (Table S3). As 
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Table 2 

Prohibited substances detected by the SUPRAS-LC-ESI-TOF method in the screening analysis of 36 blinded urine samples. 

Urine internal 

sample number 

Prohibited substances 

detected by 

SUPRAS-LC-ESI-TOF 

Group of WADA 

list 

MDL ng mL −1 MRPL ng mL −1 Drug concentration in 

the blinded urine 

a Prohibited substances detected 

and confirmed by GC-MS or 

LC-QQQ 

7 3-OH-stanozolol S1 0.2 1 > MRPL 3-OH-stanozolol 

10 Furosemide S5 0.3 20 > MRPL Furosemide 

15 Ritalinic acid S6 0.7 50 > MRPL Ritalinic acid 

18 Terbutaline S3 0.1 20 > MRPL Terbutaline 

22 Bis (4-cyanophenyl) 

methanol b 
S4 1.4 20 > MRPL Bis (4-cyanophenyl) methanol 

25 Atenolol P1 0.5 50 < MRPL Atenolol 

28 Prednisolone S9 1.5 100 < MRPL Prednisolone 

a Methods specified in Section 2.6 . 
b Metabolite of letrozole. 
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pecified in Section 2.4 , the identification of compounds was done 

y searching the acquired sample analyses against the in-house 

pectral library taking into account the following criteria: mass er- 

or below 5 ppm and retention time match ( ±0.1 min). Table 2 

hows the prohibited substances detected in the different urine 

amples by both the SUPRAS-LC-TOF-MS protocol and the different 

rotocols used by the ISCIII lab ( Section 2.6 ). Besides the detec- 

ion, the ISCIII lab had also confirmed the presence of these sub- 

tances in the urine samples. Thus, the SUPRAS-LC-TOF-MS method 

as able to detect all the PAAF using a single screening analysis 

er sample, which proves its capability for setting reliable dop- 

ng ITPs. All substances identified were non-threshold, for which 

inimum required performance levels (MRPLs) have been set by 

ADA. Table 2 includes the MDLs obtained for the detected sub- 

tances using the SUPRAS-LC-TOF-MS screening method as well as 

heir respective MRPL values and the level of concentrations found 

below or above the MRPL value). 

Seven out of thirty-six urine samples gave PAAF ( Table 2 ). The 

UPRAS-LC-TOF-MS method was able to detect doping drugs be- 

onging to seven different groups of the WADA prohibited list. 

igs. 4 and 2S show the extracted ion chromatograms obtained by 

OF full scan for the urines with positive results. 

. Conclusions 

The availability of multiclass screening methods, which are fast, 

imple and reliable, is highly valuable for many control labs and 

esearch areas. One of the greatest challenges to be faced in multi- 

lass screening methods is how to be comprehensive without com- 

romising sensitivity, selectivity and simplicity. LLME is a very sim- 

le technique, with capacity for analyte concentration and removal 

f interferences but conventional organic solvents can only extract 

ubstances in a limited range of polarity and they fail in extract- 

ng polar and highly polar substances, as it has been here proved 

or methyl isobutyl ketone. This research shows that SUPRAS-based 

ample treatments are a valuable strategy for screening methods 

nvolving multiclass substances covering a wide range of polari- 

ies and physicochemical properties. The SUPRAS screening method 

ere developed features high recoveries (around 90% of the stud- 

ed drugs showed recoveries in the range 70–120%) and low matrix 

ffects (around 90% of the analytes did not show matrix effects), 

roving it works for an area (i.e. doping control) where multiclass 

nalysis is mandatory. An important feature of SUPRAS-based sam- 

le treatment is the immediate applicability of this procedure in 

outine laboratories without significant effort, since the analytical 

pproach does not involve any important change compared to the 

urrent practices, skills and equipment commonly used in doping 

ontrol. 
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